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Abstract. Airborne gravimetry has become an important geophysical tool primarily because of 
advancements in methodology and instrumentation made in the past decade. Airborne gravity is 
especially useful when measured in conjunction with other geophysical data, such as magnetics, 
radar, and laser altimetry. The aerogeophysical survey over the West Antarctic ice sheet described 
in this paper is one such interdisciplinary study. This paper outlines in detail the instrumentation, 
survey and data processing methodology employed to perform airborne gravimetry from the multi- 
instrumented Twin Otter aircraft. Precise positioning from carrier-phase Global Positioning Sys- 
tem (GPS) observations are combined with measurements of acceleration made by the gravity me- 
ter in the aircraft to obtain the free-air gravity anomaly measurement at aircraft altitude. GPS data 
are processed using the Kinematic and Rapid Static (KARS) software program, and aircraft vertical 
acceleration and corrections for gravity data reduction are calculated from the GPS position solu- 
tion. Accuracies for the free-air anomaly are determined from crossover analysis after significant 
editing (2.98 mGal rms) and from a repeat track (1.39 mGal rms). The aerogeophysical survey 
covered a300,000 km 2 region in West Antarctica over the course of five field seasons. The grav- 
ity data from the West Antarctic survey reveal the major geologic structures of the West Antarctic 
rift system, including the Whitmore Mountains, the Byrd Subglacial Basin, the Sinuous Ridge, 
the Ross Embayment, and Siple Dome. These measurements, in conjunction with magnetics and 
ice-penetrating radar, provide the information required to reveal the tectonic fabric and history of 
this important region. 
1. Introduction 
Airborne magnetic surveys have long been a primary tool 
for geologic mapping, resource exploration, hazard evalua- 
tion, and tectonic studies. Over the last decade, advances in 
precise positioning have enabled other geophysical tools such 
as gravity meters and laser and radar altimeters to be effec- 
tively mounted on aircraft. The principle advantages of air- 
borne geophysical surveys over ground-based studies result 
from enhanced experiment design, including improved access 
to remote and otherwise inaccessible areas, optimized sam- 
pling, rapid sampling rate, and tremendous potential for inter- 
disciplinary studies. 
Ground-based geophysical studies are often limited to sam- 
pling along roads and trails. An airborne experiment enables 
the scientist to optimally design the survey to address the 
study targets without limitation of ground access. The selec- 
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tion of line spacing in an airborne survey can be based solely 
on the desired geologic resolution with minimum considera- 
tion for topography, vegetation, and cultural features. The 
ability to select both the desired line spacing and flight eleva- 
tion often results in more accurately sampled and better re- 
solved anomalies than those produced from land-based data. 
An additional advantage of aerogeophysics i  the rapid rate 
of airborne data acquisition. For example, during a single Ant- 
arctic field season, an airborne gravity survey covered an area 
110,000 km 2 with orthogonal lines spaced 5 km over the 
course of 56 days. A surface-based survey of the area, using 
snowmobiles and highly trained mountaineering teams to 
cross heavily crevassed regions, would have taken in excess of 
12 months with four gravity meters. The airborne system 
clearly provides faster data acquisition and a generally safer 
field method. The rapid data acquisition provided by an air- 
borne system has been well documented in mountainous, 
coastal, and tropical regions [National Research Council, 
1995]. 
As precise positioning is critical to the recovery of high 
resolution airborne gravity, differential Global Positioning 
System (GPS) positioning techniques have been the key to ex- 
panding usage of airborne gravimetry. Initial airborne gravity 
experiments in the late 1950s failed to recover short wave- 
length geologic structures due to the difficulty of accurately 
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positioning the aircraft. The advent of precise positioning via 
GPS satellites opened the door to increasingly broad applica- 
tions of airborne gravity. Early experiments used solely GPS 
pseudorange positions [Bell et al., 1990; Brozena, 1984] and 
were limited to over-water applications where the vertical po- 
sition of the aircraft could be recovered with ranges to the sea 
surface. The development of differential carrier phase tech- 
niques has opened up continental areas to study with airborne 
gravity [Brozena, 1995; Brozena et al., 1989; Gumert, 1995; 
Harrison et al., 1995]. The goal of this paper is to describe the 
airborne gravimetry and the associated precise positioning 
techniques developed as part of an integrated aerogeophysical 
research platform developed for polar applications. 
2. Aerogeophysical Survey Operation 
2.1. Instrumentation of the Aircraft 
The Antarctic airborne gravity system is part of a Twin Ot- 
ter instrumented to acquire multiple data types simultaneously 
(Plate 1). The primary geophysical systems are the airborne 
gravity system, a towed aeromagnetic system, an ice- 
penetrating radar, and a laser altimeter. The experimental goal 
of the aircraft is to recover Bouguer and free-air gravity anoma- 
lies, accurate magnetic anomalies, sub-ice topography, and ac- 
curate delineation of the ice surface. Positioning and naviga- 
tion instrumentation includes a laser-ring gyro inertial naviga- 
tion system, a pressure altimeter, a real-time differential GPS 
navigation system, a dual GLONASS/GPS receiver, and a suite 
of carrier phase GPS receivers (GLONASS is the Russian 
Global Navigation Satellite System). The aircraft instrument 
suite is supported by base station instrumentation including a 
base magnetometer to remove the diurnal magnetic signal, a 
stationary GPS with a broadcast system transmitting the dif- 
ferential GPS correction, and dual-frequency carrier phase GPS 
receivers. The positional accuracies required for the various 
instruments are shown in Table 1 and the accuracy of the posi- 
tioning systems in Table 2. 
The gravity instrumentation has included both a Bell Aero- 
space BGM-3 gravity meter and a LaCoste & Romberg "S" 
gravity meter modified by ZLS Corporation. Early comparison 
of the airborne data with surface data collected along the Hot- 
lick Mountain Traverse route suggested that anomalies with 
wavelengths of as little as 5 km and with accuracies of better 
than 5 mGal can be recovered from the airborne gravity system 
mounted on the Twin Otter [Bell et al., 1991; 1992]. Early 
evaluation of the fully gridded data suggested a resolution of 5 
km with an accuracy of 2.7 mGal [Brozena et al., 1993]. 
Radar mapping of ice thickness is crucial to glaciologic 
studies while the tracing of the bedrock topography is critical 
to understanding the tectonic fabric of a region and for calcula- 
tion of the Bouguer gravity anomalies. The radar, developed 
jointly by the National Science Foundation (NSF) and the 
Technical University of Denmark (TUD) [Skou and Sonder- 
gaard, 1976], transmits a peak power of 10 kW on a carrier fre- 
quency of 60 MHz. This radar system, used to collect profiles 
flown over East and West Antarctica from a LC-130 transport 
aircraft in the 1970s, was modified to fit a DeHavilland Twin 
Otter. The digitally recorded NSF/TUD radar can penetrate over 
3000 m of warm West Antarctic ice and an even greater thick- 
ness of cold East Antarctic ice. 
Owing to the importance of the surface slope for 
glaciologic studies and the ice surface for gravity measure- 
ment, accurate mapping of the ice surface is a key objective. 
The geophysical Twin Otter aircraft has been instrumented 
with a Holometrix Pram IV laser altimeter with a ranging accu- 
racy of 0.1 m. This laser altimeter has a footprint of about 0.9 
m with averaged range data recorded about every 10 m along 
track. Off-nadir attitudes of the aircraft are corrected with the 
pitch and roll angles recorded by the inertial navigation sys- 
tem. 
Aeromagnetic data are used in conjunction with the gravity 
anomalies to document the regional tectonic fabric. The Twin 
Otter magnetic system utilizes a proton-precession magne- 
tometer (a Geometrics 813) with observations acquired every 
60 m with an estimated precision of about 1 nT. During the 
field season, magnetic base stations are operated in the field 
camp to monitor the changing magnetic field during the sur- 
vey. 
2.2. Survey Design and Location 
The survey is designed to produce the optimum data set for 
each of the four primary geophysical measurements in light of 
the restrictions imposed by the multi-instrument platform. 
For example, the airborne gravity data are optimized when the 
aircraft is flown at a constant altitude above sea level, while 
the ice-penetrating radar measurement is optimized by acquir- 
ing the data as close to the ice surface as possible. The laser 
ranges to the ice surface can only be recovered in cloud-free 
conditions which cannot be guaranteed if the survey is col- 
lected at a constant elevation. The survey design represents a 
compromise for each of the systems. The area is covered by a 
grid of orthogonal survey lines spaced 5.3 km apart in both di- 
rections. The orthogonal design also provides a large number 
of crossovers for identifying discrepancies in the airborne 
data. The aircraft elevation is constant for each 110 by 1 10 
km square region with a minimum clearance of 300 m above 
the estimated terrain. Twenty four of these 110 by 110 km re- 
gions were surveyed over the West Antarctic ice sheet over the 
course of 5 field seasons, encompassing an area of 300,000 
km 2 (Figure 1). 
3. Precise Positioning 
The precise positioning demands of an airborne gravity 
system require that a differential GPS positioning strategy be 
employed. Pseudorange positions from a single receiver 
aboard the aircraft do not provide sufficiently accurate posi- 
tions to recover airborne gravity. The differential strategy re- 
quires the continuous operation of a fixed receiver (at a base 
station) recording GPS data and the simultaneous acquisition of 
GPS data from a receiver aboard the aircraft. Differential proc- 
essing techniques remove errors such as clock and satellite or- 
bit errors that are common to both receivers. As pseudorange 
and carrier phase data are acquired from the GPS systems both 
in the aircraft and in the base station, a differential position 
can be calculated from either the pseudorange data or the carrier 
phase data. Of the two positioning solutions, the differential 
carrier phase is inherently superior. The phase of the carrier 
wave can be measured more precisely than the pseudorange ob- 
servable, and the carrier measurement is less affected by multi- 
path and by ionospheric and tropospheric delays. 
3.1. Instrumentation and Field Operation 
The Antarctic differential GPS system includes a minimum 
of two carrier phase receivers installed in the Twin Otter and a 
minimum of three receivers at the base stations. The GPS in- 








Plate 1. The ski-equipped Twin Otter aircraft instrumented for the aerogeophysical survey The gravimeter is 
installed inside at the aircraft's center of gravity. 
o KM 100 
200 - 








STD DEV-- 2 908 MGAL 
I 
I I I I I I ! I 












STD DEV = 217.077 MGAL 
-100-75--50-25 0 25 50 75 100 
ERROR (MGAL) 
mmm o -10 MGAL ß +10 
-60 -40 -20 0 20 40 60 90 0 -20 •1• +20 
MGAL 0 -30 O +30 
Plate 2. Crossover correction for south-central block of the Byrd Subglacial Basin survey area, (a) initial 
crossover analysis and (b) result after editing and network correction. In each row the left part shows gridded 
free-air anomaly, the center part shows locations and magnitudes of crossover errors, and the right part shows 
histogram of crossover errors. 
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GRAVITY FREE-AIR ANOMALY 
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Plate 3. Free-air gravity anomaly map for the West Antarctic survey. The physiographic features of the re- 
gion are clearly expressed in the gravity field. The location of the survey is shown in Figure 1. 
Table 1. Positional Accuracies Required for Twin Otter Geo- 
physical Systems 
Measurement Horizontal Vertical 
Ice-penetrating radar 10-20 m 2.5 m 
Surface altimetry 5-10 m 0.5 m 
Airborne gravity 30 m 2 m and 0.1 m 
0.1 ms -l (velocity) (relative) 
lx10 -5 m s -2 
(acceleration) 
Aeromagnetics 30 m 10 m 
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Table 2. Positional Accuracies Required for Twin Otter Navigation Systems 
Measurement Accuracy Disadvantages 
Inertial navigation 
Global Positioning System 





GPS (differential pseudorange ) 
Pressure altimeter 





5 m (absolute) 
5 m (absolute) 
0.1 m (relative) 
0.1 m (absolute) 
drifts with time 
selective availability and anti-spoofing 
real-time positions only 




drifts with changing atmospheric pressure 
post-processing only 
strumentation includes Allen Osborne TurboRogue SNR-8000 
receivers (one in the aircraft and one in the base station) that 
acquire data from a maximum of 8 satellites and Ashtech Z-12 
receivers (one in the aircraft and a minimum of two in the base 
station) that track up to 12 satellites. Both models of GPS re- 
ceivers acquire dual-frequency carrier phase data at a 1 Hz data 
rate. 
A differential pseudorange solution is calculated for each 
pair of receivers during field operations to ensure that the GPS 
data are of high quality. The data are processed with the Kine- 
matic and Rapid Static (KARS) GPS package developed by G. 
Mader at the National Geodetic Survey (NGS). 
Flight operations were scheduled uring optimal GPS cover- 
age and ionospherically quiet periods whenever possible. We 
minimized operations during ionospherically noisy periods 
both for the integrity of the magnetics data set and to ensure 
high-quality GPS positioning. Flights were scheduled to avoid 
large spikes in the dilution of precision (DOP) factors that in- 
dicate periods of poor satellite geometry that degrade the qual- 
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Figure 1. The location of the West Antarctic aerogeophysi- 
cal survey. 
ity of the GPS solution. Baseline length was constrained to 
300 km or less by survey design. 
3.2. Data Processing 
The carrier phase solution for each flight was processed 
with the KARS software using an accurate base station location 
and precise orbits. The KARS GPS processing software solves 
for the relative position of the rover with respect to a base sta- 
tion using double-differencing methods [Mader, 1986]. At 
each epoch, the phase observable from two satellites measured 
simultaneously at both receivers is differenced to yield a dou- 
ble-difference phase observation. A minimum of four satel- 
lites, visible to both receivers, is required to produce a three- 
dimensional solution. The tropospheric delay is modeled, and 
the ionospheric error is reduced by using both the L1 and L2 
phase observables. KARS uses an optimized integer-search 
algorithm for satellite ambiguity resolution and cycle-slip de- 
tection. 
A precise position for each base station antenna is obtained 
by postprocessing a few hours of data using a static- 
positioning software package; both GAM1T and GIPSY [King 
and Bock, 1993; Webb and Zumberge, 1993] were used. These 
base station positions are used for the duration of the field sea- 
son; we do not account for ~1 m of antenna movement from the 
ice sheet flow over the course of the 4-6 week season. 
For each survey flight, we choose one aircraft receiver and 
one base station receiver to attempt a differential solution with 
KARS. Any combination of receiver models and types can be 
used, as long as both receivers record the L1 C/A-code pseu- 
dorange, L1/L2 precise pseudorange, and L1/L2 carrier phase. 
We provide KARS with four input data files: an observation 
file from the aircraft receiver, an observation file from the base 
station receiver, a navigation file containing clock correc- 
tions from the base station receiver, and a precise ephemeris 
file obtained from the NASA Crustal Dynamics Data Informa- 
tion System (CDDIS) public archive. 
3.3. Quality Assessment 
KARS can be modified through a wide variety of solution 
parameters. The parameters frequently modified are satellite 
elevation cutoff, ambiguity resolution cutoff (a normalized es- 
timate of how reliably a satellite bias is initialized), ambiguity 
contrast cutoff (the difference in reliability estimates between 
the best and second-best initializations of a satellite bias), 
phase-minus-range cycle-slip detection cutoff (the difference 
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between position calculated from carrier phase and position 
calculated from pseudorange), and ionosphere cycle-slip detec- 
tion cutoff (the difference in ionospheric correction between 
consecutive epochs). Adjusting parameters always involves 
trade-offs. For example, lowering the satellite elevation cutoff 
below its normal value of 15 ø allows initialization of a satel- 
lite earlier in its ascent (and retention of lock later into its de- 
scent), but there is a greater risk of atmospheric interference 
when a satellite is low on the horizon. 
Solutions are calculated starting from the beginning of the 
flight until after the end of the final survey line. To evaluate 
the quality of a completed solution, we plot time series of the 
root mean squared error estimate and the relative dilution of 
precision (RDOP)(an estimate of the quality of the satellite 
geometry)ø An "adequate" solution has an rms error estimate 
below 0.04 m for the duration of the flight. If the rms error es- 
timate deteriorates at some point, either a satellite was im- 
properly initialized or a cycle slip occurred but was not de- 
tected. In either case, the solution parameters are adjusted to 
achieve a good solution. 
Occasionally, the differential carrier phase data are incom- 
plete, and an alternative positioning technique must be used to 
recover the gravity data from a flight. During early field sea- 
sons when operations depended heavily on a single type of 
GPS receiver, a large percentage of cartier phase solutions (up 
to 30%) were lost. Recent field seasons have relied more heav- 
ily on Ashtech receivers, and recovery of carrier phase solu- 
tions has improved dramatically (less than 5% lost). Differen- 
tial pseudorange solutions provide the next best positions. 
The differential pseudorange, although superior to the raw 
pseudorange, is still degraded by multipath as well as by iono- 
spheric and tropospheric delays. Pressure altimetry provides 
an alternative source for vertical positions but is limited in its 
recovery of absolute altitudes, particularly when flight lines 
cross isobars. 
To evaluate the error associated with alternative position 
measurements, we calculated the free-air gravity anomaly for 
nine lines using three positioning techniques: (1) differential 
carrier phase, (2) differential pseudorange, and (3) differential 
pseudorange for horizontal positions and pressure altimetry 
for vertical positions. We assumed that the differential carrier 
phase solution best approximates the actual aircraft position 
and evaluated the difference between this position and the 
other positioning methods. The initial statistical comparison 
indicates little difference between the methods for the purpose 
of calculating vertical acceleration, with the differential pseu- 
dorange and pressure altimeter yielding cumulative errors of 
3.66 and 2.87 mGal rms, respectively. For the purpose of cal- 
culating the free-air correction, the differential pseudorange 
and pressure altimeter yield cumulative errors of 0.17 and 2.23 
mGal rms, respectively. The clearest evidence in favor of the 
differential pseudorange, however, is in the power spectrum. 
As shown in Figure 2, the power spectral density estimate for 
the aircraft's vertical acceleration as calculated using the dif- 
ferential pseudorange approximates the carder phase much 
more closely than the pressure altimeter approximates it. Thus 
our data reduction strategy is to use differential pseudorange 
positions when carrier phase positions are not available. 
In general, the quality of the GPS carrier phase solution is a 
function of the number of satellites visible, the geometry of 
their positions in the sky, the baseline distance between the 
aircraft and the base station, and the multipath environment of 
the GPS antenna mounted atop the aircraft fuselage. At high 
latitudes, the quality of the solution is further degraded by in- 
creased ionospheric interference and low satellite elevation. 
A potentially important source of error in the carder phase 
solution is associated with the acquisition and loss of satel- 
lites. Satellites acquired mid-flight during periods of poor ge- 
ometry or long baselines can be difficult to initialize cor- 
rectly. An incorrect bias creates a positioning error that grows 
with time, causing the solution to "drift." The loss of a satel- 
lite from the least squares solution can cause a discrete step in 
the vertical positioning, which can translate into a significant 
error in the free-air anomaly. 
One approach to quantify the errors associated with satellite 
loss and initialization is to examine in detail two GPS solu- 
tions for a single flight, one with biases initialized at the be- 
ginning of the flight and the solution processed "forward" in 
time, and the other with biases fixed at the end and processed 
with time "reversed." The timing of satellite initialization and 
loss can significantly differ between the forward and reverse 
solution, thus the arithmetic difference between the vertical 
POWER IN AIRCRAFT VERTICAL ACCELERA TION 
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Figure 2. Power spectral density estimate for the aircraft's vertical acceleration, as calculated using GPS car- 
rier phase, differential pseudorange, and pressure altimeter. 
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positions of the two solutions should highlight the errors in 
either one and provide an estimate of the maximum potential 
error introduced by the changing constellation within the GPS 
solution. We evaluate the error in aircraft altitude and the fil- 
tered accelerations that these positioning errors would intro- 
duce into the free-air anomaly for a flight characterized by 
good rms and RDOP values (Figure 3). The section of the 
flight we have examined (Figure 3) is characterized by an over- 
all zero mean in the differenced positions superimposed with 
noisy spikes of amplitude 10-57 cm lasting from 5 to 250 s 
and a distinct step in aircraft position of 18 cm at 500 s. The 
spiky differences represent periods where noisy ionosphere 
caused a cycle slip to be identified where none was present. 
These "noisy" periods occurred while the questionable satellite 
was removed from the solution, while its bias was again deter- 
mined by the integer search algorithm. The difference returns 
to zero once the bias is redetermined and the satellite is again 
included in the solution. For events with a zero mean, such as 
those after 1700 s, the maximum effect of the noise on the fil- 
tered vertical acceleration, and thus on the free-air anomaly, is 
about 0.5 mGal. 
The most significant error was introduced when a satellite 
bias was determined incorrectly by one cycle in the reverse so- 
lution following an erroneous cycle slip. This error was cor- 
rected 2 min later, but the resulting 18 cm step in the height 
solution translated into an error of 3 mGal in the filtered verti- 
cal acceleration with a wavelength of-21 km (300 s). The ex- 
tensive periods of zero difference and zero mean between the 
two solutions indicate correct bias initialization for both solu- 
tions with no appreciable accumulating error in either solu- 
tion. 
4. Airborne Gravity Measurement 
4.1. Gravimeter System 
A Bell Aerospace BGM-3 gravimeter forms the basis of the 
Twin Otter airborne gravimetry system. The sensor is a Bell 
Model XI inertial-grade accelerometer [Bell Aerospace Tex- 
tron, 1978]. A proof mass, constrained to only move in the 
vertical direction, is maintained at a null position in an elec- 
tromagnetic field. The current required to null the proof mass 
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Figure 3. The arithmetic difference between a forward and a reverse Global Positioning System carrier phase 
solution for a survey line is shown. Non-zero values indicate periods where the solutions differ, highlighting 
periods where changing satellite geometry in the Global Positioning System solution degrades one or the 
other solution. The step just after 500 s represents the worst problem in this line, when the Kinematic and 
l•nnlcl qtntic' nrac•ram int-c•rroc'tly roinitinli?oct n qntollito chlrincr n perincl nf nniqy innnsphere then corrected the 
bias about 2 min later. 
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varies linearly with the accelerations experienced by the sen- 
sor. The varying current in the restoring coil is digitized and 
summed over 1 s intervals. 
A LaCoste and Romberg (L&R) S meter upgraded by the ZLS 
Corporation to include digital platform control and variable 
platform period was used during one season. The L&R model S 
gravity meter sensor consists of a proof mass mounted at the 
end of a highly damped, pivoting beam supported by a spe- 
cially designed spring. The acceleration measurement com- 
prises the spring tension, the velocity of the beam, and a 
cross-coupling correction to account for coupling of horizon- 
tal motions into the vertical measurement. 
For both gravimeters, the sensor is mounted on a two-axis, 
gyro-stabilized platform that aligns the sensitive axis of the 
accelerometer with the time-averaged local vertical. Ortho- 
gonally oriented gyros and accelerometers erve to align the 
platform with the geoid in the absence of horizontal accelera- 
tions. In the presence of horizontal accelerations, the plat- 
form aligns to the total acceleration vector, the resultant of the 
local horizontal and vertical accelerations. High-amplitude 
horizontal accelerations, such as those associated with a 
course correction, can cause the vector to sufficiently deviate 
from the vertical to introduce error into the measurement. The 
BGM-3 platform erection loop corrects for these errors at labo- 
ratory-induced acceleration periods, although the correction is 
untested at periods longer than 20 s (L. Meister, Bell Aero- 
space, personal communication, 1996). 
The gravimeters are relative instruments, measuring the 
change in gravity with respect to a reference value. We deter- 
mine the relationship between the gravimeter measurement and 
the absolute measurement hrough the gravity tie. The nearest 
International Gravity Standardization Network (IGSN-71) ref- 
erence station to our field camp is located at McMurdo Station 
(monument BLDG57, position 77.8477øS - 166.6820øE, ele- 
vation 35.1 m, absolute value 982972.72 mGal). Gravity was 
measured at both BLDG57 and at a fixed monument in each 
field camp with a portable land meter, which allowed us to cal- 
culate a reference value for the field monument. A reading was 
then taken from the aircraft gravimeter at that monument, prior 
to installation in the aircraft. The difference between the refer- 
ence value and the observed value from the gravimeter (the 
"tie" value) was applied to all meter observations made while 
the aircraft was deployed from that field camp. Tie values are 
summarized in Table 3. 
The gravimeter is mounted at the center of gravity of the 
aircraft. The BGM-3 platform enclosure is bolted to the floor, 
and the sensor is shielded from vibration by rubber shock 
mounts within the platform assembly. Ovens maintain the 
sensor and the platform gyros at a constant temperature to en- 
hance meter performance. For the L&R meter, the platform is 
shock-cord suspended to prevent transmission of vibrations to 
the sensor. Additionally, an insulated wooden box surrounds 
each meter to buffer temperature xtremes inside the aircraft. 
The gravimeter measurement is recorded by the data acquisi- 
tion computer at a 1 Hz rate, with a time assigned to each 
measurement by an internal time standard. Data recording be- 
gins when the aircraft is steady on track and continues until 
just before the aircraft tums to align with the next track. The 
tracks are extended 15 km on both ends to ensure high quality 
data within the target area and sufficient overlap between the 
survey blocks. 
4.2. Data Reduction 
Throughout he field season, the data are routinely evaluated 
to verify that all systems are functional and are performing 
well. After each flight, the gravity data are examined for con- 
sistency in the time intervals between measurements and to 
identify any data losses. A preliminary free-air gravity anom- 
aly is calculated using the differential pseudorange solution for 
horizontal positioning and the pressure altitudes for vertical 
positioning. This preliminary anomaly should show gravity 
values that are smoothly varying within a reasonable range, 
with a high correspondence between neighboring profiles. 
In postseason processing, once the carrier phase positions 
are calculated using precise ephemerides, corrections derived 
from the latitude, longitude, and ellipsoidal height of the air- 
craft are applied to the gravity measurement o generate the 
free-air gravity anomaly. Acceleration of the aircraft along the 
vertical (Avert) must first be calculated and subtracted from the 
gravimeter measurement (Ameasured). Of all corrections calcu- 
lated, correct determination of the aircraft's vertical accelera- 
tion is the most crucial to achieve a high-quality, free-air 
anomaly. The second difference of the GPS carrier phase air- 
craft heights provides the preferred estimation of vertical ac- 
celeration. There is substantial similarity in waveform and 
amplitude between the gravimeter measurement and the vertical 
acceleration, as highlighted by a comparison of these filtered 
quantities for a survey line (Figure 4). The E6tv6s correction 
for airborne measurements is calculated to compensate for 
measuring gravity from a moving platform on a rotating Earth 
[Harlan, 1968] and is added to the measurement. The anoma- 
lous gravity is determined by then subtracting the predicted 
gravity for that latitude at the ellipsoid (Gtheo) and adding the 
free-air correction (FAC) to correct the predicted gravity to the 
altitude of the aircraft (Figure 4). These corrections combine 
to yield the free-air anomaly (FAA). 
FAA = Ameasured- Aaircraft + EOtvOs + FAC- Gtheo (1) 
Table 3. Gravity Tie Values 
Field Camp Position Elevation, 
(Monument) m 
Land Meter, Aircraft Meter, Tie, 
mGal mGal mGal 
CASERTZ 82.3595 oS 1050 
(CTZ) 118.1307 øW 
Byrd Surface 80.0080 øS 1505 
Camp (NB Y) 119.5607 øW 
Siple Dome 81.6537 øS 626 
(SDM) 149.0027 øW 
982780.72 982743.90 36.82 
982592.49 982546.73 45.76 
982906.02 982873.59 32.43 
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Figure 4. The raw gravimeter measurement is shown along 
with the corrections required to produce the free-air gravity 
anomaly, all low-pass filtered. Note the similarity in wave- 
form and amplitude of the gravimeter measurement and the ver- 
tical acceleration. The ends of the free-air anomaly must be 
trimmed to remove filter artifacts (gray shaded region). 
The gravimeter measurement and the aircraft vertical accel- 
eration data can be characterized as broadband signals with 
high amplitudes at high frequencies. Gravimeter data often 
range as much as +/-20,000 mGal about the mean for a typical 
survey line. Power spectral estimates of the gravimeter data 
(Figure 5) indicate that the power reaches a maximum by 0.03 
Hz (33 s period) and remains high at the Nyquist frequency of 
0.5 Hz. Aggressive low-pass filtering is required to minimize 
the high amplitude noise that remains in the free-air anomaly 
even after the corrections are applied. Noise attenuation is op- 
timized by a cosine taper applied as a filter in the frequency 
domain that begins its roll off at 0 Hz (dc) and reaches infinite 
attenuation at 0.006 Hz (Figure 5). This filter passes the long 
wavelength gravity anomalies with only slight attenuation, 
while the higher frequency noise is completely attenuated. 
After the processing of the free-air anomaly is complete, 
the profile is edited to remove the first and last 200 s corrupted 
by the filter, and, if necessary, to remove data at the ends of 
the lines where the aircraft turn contaminates the gravity 
measurement (Figure 4). At the beginning of a line, data con- 
tamination can occur when data recording begins before the 
gravimeter has had adequate time to equilibrate after a turn. If 
recording continues into a turn at the end of the track, this 
segment must also be removed. For the 44 profiles which 
comprise survey block BSB/SC (Byrd Subglacial Basin, South 
Central), we discarded 7.5% of the initial profile data in order 
to eliminate these filter and/or equilibration effects. 
Once a complete set of profiles for one block has been re- 
duced, we combine them and calculate crossover errors at pro- 
file intersections using the algorithm from Wessel [1989]. 
Sections of profiles with large crossover errors are removed. A 
dc shift and drift rate (i.e., best-fit regression line) is calculated 
for each profile that minimizes the overall standard eviation 
for the block in a least squares ense. The dc shift and drift 
rates are then applied to the profiles, and the data set is gridded 
using a spline function [Smith and Wessel, 1990]. We con- 
tinue to remove sections of profiles with large crossover errors 
and recalculate the dc/drift corrections until a standard devia- 
tion of less than 3 mGal is achieved for the block. An addi- 
tional 3.7% of the profile data was removed from block 
BSB/SC during this editing phase, to achieve a standard evia- 
tion of 2.908 mGal. Plate 2 shows results for block BSB/SC 
before (Plate 2a)and after (Plate 2b) the profile editing and 
dc/drift corrections are applied. 
The quality of airborne gravity data can be evaluated both 
by examining in detail the values of crossover errors and by 
examining data acquired along a single profile at different 
times. The two profiles are coregistered, and the amplitude and 
character of the difference is examined. In general, we have 
found the difference between two flights flown along a single 
profile is less than 3.0 mGal [Childers, 1996]. As the Twin 
Otter system operation improved, we found that the routine 
comparison between two flights was often better than 2 mGal. 
In Figure 6, profiles flown during two separate field seasons 
are compared. The flight characteristics of these two profiles 
are similar with both raw accelerations being in the range of 
+/-20,000 mGal, although the 1996 flight experienced 
slightly higher aircraft pitch and roll values than the 1995 
flight. The maximum horizontal separation of the profiles is 
250 m. Given the maximum regional gravity gradient ob- 
served along the profile of 0.95 mGal/km, it is possible that 
only -0.25 mGal is the result of the regional gravity differ- 
ence. The rms difference between these two lines is 1.39 mGal 
although there seems to be some offset of the anomalies. Pos- 
sible causes of this offset are errors in the GPS solutions and 
errors introduced from an off-level platform. 
4.3. West Antarctic Gravity Data 
The airborne gravity system described here has been used to 
acquire 150,000 line kilometers of airborne gravity data cover- 
ing a 300,000 km 2 region in West Antarctic through the course 
of five field seasons. This area is slightly larger than the state 
of Texas. The resultant free-air gravity map reflects both the 
major topographic and geologic structures of the region cov- 
ered by 200 to 3900 m of ice (Plate 3). As the radar data has 
proven more difficult to reduce than anticipated, no Bouguer 
anomaly map is presented here. Analysis papers which inte- 
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Figure 5. Power spectral density estimate for the raw gravimeter measurement for the survey line shown in 
Figure 3. Note that the power increases quickly with frequency and remains high at the Nyquist frequency. In 
Figure 5 (bottom) the frequency response ofthe low - pass filter used in the data reduction issuperimposed upon 
an enlargement of the shaded region of Figure 5 (top). 
grate the gravity, magnetics, and topography data will be 
forthcoming. The character of the gravity map changes dra- 
matically from the high-amplitude gravity anomalies in the 
southeast o the broad, subdued anomalies characterizing much 
of the western portion. The range of the gravity map extends 
from a maximum of 82 mGal over a subglacial peak in the 
southwestern corner of the Whitmore Mountains to a minimum 
of-64 mGal over a deep subglacial trough of the Byrd Sub- 
glacial Basin. 
The free air gravity map recovers a major portion of the 
West Antarctic rift system, a lithospheric structure comparable 
in size to the Basin and Range of western North America and 
the East African rift system. This rift system between East and 
West Antarctica may have been a site of frequent reactivation 
since the Paleozoic [Wilson, 1995], but the current rift system 
has formed principally as the result of extensional and transla- 
tional plate motions beginning in the Jurassic during the 
fragmentation of Gondwana [Behrendt et al., 1991; Cooper et 
al., 1991; Dalziel and Elliot, 1982; Wilson, 1992]. Morpho- 
logically, the rift system consists of a broad low-lying region 
of extended crust bounded by elevated rift margins, the Tran- 
santarctic Mountains to the south and west and Marie Byrd 
Land to the north. The southern rift flank reaches from the edge 
of the Ross Sea over 3000 km along the Transantarctic Moun- 
tains incorporating the elevated crustal block of the Whitmore 
Mountains. This gravity survey reveals several of the major 
structures within the West Antarctic Rift system and the nature 
of the boundary between the rift system and the Whitmore 
Mountains. The five major physiographic features reflected in 
the gravity map include the Whitmore Mountains, the southern 
portion of the Byrd Subglacial Basin, the elevated Sinuous 
Ridge which bisects the Byrd Subglacial basin, the thin low- 
lying crust of the Ross Embayment, and the elevated structure 
of Siple Dome. 
The Whitmore Mountain region is characterized by rugged 
topography with elevations ranging from 250 m below sea 
level to Mt. Chapman at 2715 m, the sole outcrop covered by 
the survey. The gravity over this region ranges from + 10 
mGal to +80 mGal and reflects the rugged topography. The 
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Figure 6. Two measurements of a survey line made in differ- 
ent seasons are shown. Root mean squared correspondence be- 
tween the two lines is 1.39 mGal. 
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crust in this region is comprised of deformed Paleozoic sedi- 
mentary strata intruded by Middle Jurassic granitoids. The 
Whitmore Mountains are bounded by the Byrd Subglacial Ba- 
sin to the north and by narrow linear gravity anomalies to the 
west and south. 
The Byrd Subglacial basin is a deep, poorly defined feature 
extending from the Whitmore Mountains north toward Pine Is- 
land Bay. The basin is characterized by low-lying bedrock with 
elevations from 1000 m to more than 2500 m below sea level. 
The low gravity signature (-64 mgal) over the basin is indica- 
tive of the low elevations of the region. A highly magnetic 
sinuous structure, often referred to as the Sinuous Ridge, bi- 
sects the basin into a narrow, deep trough north of the Whit- 
more Mountains and an extensive area of subdued but deep to- 
pography continuing north toward Pine Island Embayment. 
The survey covers a portion of the Sinuous Ridge, a feature 
characterized by topographic elevations ranging from 1000 m 
below to 1000 m above sea level and gravity anomalies rang- 
ing from 18 to 83 mgal. The rugged nature of the gravity 
anomalies reflects the topography, indicating that this struc- 
ture may not be a ridge as previously interpreted, but, in fact, a 
sequence of isolated peaks. 
The Ross Embayment, is characterized by bedrock eleva- 
tions that are primarily 500 m below sea level with deviations 
of the order of 200 m [Drewry, 1983; Robertson et al., 1982; 
Rose, 1982]. The portion of the Ross Embayment covered 
with this survey is characterized by lineated gravity anomalies 
from-17 to +33 mGal with wavelengths ranging from 40 to 
100 km. This region is overlain by the Ross ice sheet and 
many of West Antarctica's major ice streams. Lineated gravity 
anomalies correlate closely to the regional topographic trends 
that dominate the Interior Ross Embayment and have long 
been interpreted as sedimentary basins similar to those of the 
Ross Sea region. 
Siple Dome, often interpreted as an elevated granitic block, 
is characterized by a distinctive gravity high ranging from 0 to 
33 mGal. This corresponds to the elevated topography of the 
region with maximum elevations reaching 500 m below sea 
level. 
4.4. Resolution Analysis 
The gravity data can be used to delineate fine scale features 
when integrated with the topography and magnetics, as illus- 
trated in the identification of a subglacial sedimentary basin 
[Bell et al., 1998] and a subglacial volcano [Blankenship et 
al., 1993] with this data set. The limit in resolution of the data 
along a profile is a function of survey parameters, such as air- 
craft altitude (distance above anomaly source) and speed, and 
the amount of low-pass filtering required to attenuate the sys- 
tem measurement noise. The resolution of gridded data is also 
impacted by survey line spacing, with closer line spacing en- 
hancing the spatial sampling of anomalies. 
Aircraft distance above the source is the primary control on 
the amplitude and wavelength of anomalies observable from 
the aircraft platform. As aircraft altitude increases, anomaly 
amplitude falls off as e '2•/z, where z is the distance to the source 
and )• is the wavelength of the anomaly. This effect is termed 
upward continuation [Turcotte and Schubert, 1982] and shorter 
wavelengths are attenuated preferentially as z increases. The 
shortest wavelength anomalies are generated by sources clos- 
oqt tn tho aircraft qlloh aq tho tnnn•ranhv in nvo. rlancl flightq 
or the bedrock interface in flights over ice sheets or water. For 
the West Antarctic survey, aircraft elevations above the ice 
ranged from 300 to 900 m, and ice thickness varied from 200 
to 1000 m over the Sinuous Ridge and up to 3900 m thick over 
the Byrd Subglacial Basin. Minimum observable anomaly 
wavelengths are predicted based upon the survey parameters of 
aircraft distance to source, aircraft speed (70 m/s), the density 
contrast at the rock/ice interface (1.2-1.65 x 103 kg m'3), as- 
suming a minimum anomaly amplitude of 2 mGal to be distin- 
guishable from the measurement noise [Childers, 1996]. 
Where ice thickness ranges from 200 to 1000 m, minimum 
predicted anomalies range from 1.5 to 4 km half-wavelength. 
When the distance to the source dramatically increases over re- 
gions of thick ice, minimum wavelengths increase to 8-9 km 
half-wavelength. 
The low-pass filtering required for noise attenuation places 
the definitive limit on the anomaly resolution. The cosine ta- 
per filter employed has its half-power point at 0.0022 Hz, cor- 
responding to a period of 455 s, or 15 km half-wavelength at 
the average aircraft speed of 70m/s. Attenuation becomes in- 
finite at 0.006 Hz, or 167 s, corresponding to 5.5 km half- 
wavelength, indicating that no smaller feature survives the fil- 
ter. Because this frequency maps into wavelength according to 
aircraft speed, resolution is enhanced by slower speeds when 
these limiting frequencies result in shorter wavelengths. 
Overall for regions of thin ice (1000 m or less), the resolution 
is controlled by the severe filtering required by the airborne 
gravity measurement. In regions of thicker ice, the resolution 
is principally controlled by upward continuation and the dis- 
tance to the source. 
Airborne gravity is acquired in a dynamic environment that 
introduces substantial noise into the measurement. Noise in 
the free-air anomaly is attributed to uncorrected motion- 
induced error in the gravimeter measurement and errors in the 
precise GPS positions. Most noise in the gravimeter reading 
scales with the amplitude of aircraft motion, as has been 
shown by the correlation between gravimeter error and sea 
state in marine gravimetry [LaCoste, 1967]. Errors in the gra- 
vimeter measurement can be attributed to sensor and/or plat- 
form performance. Sensor errors would most likely occur if the 
dynamic range of the accelerometer is exceeded. The BGM-3 
sensor has a dynamic range of +0.1 g, which is rarely if ever 
approached in the Twin Otter. The dynamic range for the L&R 
sensor is +1.0 g, sufficient for any airborne application. Plat- 
form behavior is the more likely source of errors because hori- 
zontal accelerations induced by course corrections can cause 
misalignment of the sensor with the local vertical. Offlevel 
corrections, calculated according to LaCoste's theory, only 
compensate for a portion of the total error introduced 
[Childers, 1996]. Long wavelength errors in the GPS posi- 
tioning also contribute to errors in the gravity measurement. 
Static tests indicate that some noise exists at the longest 
wavelengths in the GPS vertical acceleration data (2-3 mGal at 
frequencies of DC to 0.0083 Hz) [Peyton, 1990], and addi- 
tional noise that results from multipath in the airborne envi- 
ronment has not been quantified. No formal upward continua- 
tion was conducted on these data. The data were reduced to sea 
level using a simple free air correction. Some long wave- 
length errors may result from this treatment of the data. 
5. Summary and Conclusions 
Thiq nunor n•tlinoq tho aem•iqition and rodnc'.tion of airbourne 
gravity for a regional interdisciplinary study. The airborne 
gravity data recovered in the study of West Antarctica effec- 
tively outlines the major tectonic terrains of the regions and 
the nature of the boundaries between them. As global satellite 
missions are launched, airborne gravity will fill a unique niche 
for studies where data cannot be acquired effectively at the 
Earth's surface and where the satellite gravity field recovery is 
insufficient. These regions will include the areas surrounding 
the pole not covered by the satellite missions as well as many 
mountainous and ice-covered regions. The long wavelength of 
the satellite gravity field recovery will limit the effectiveness 
of spaced-based ata for regional studies. 
The resolution of airborne gravity indicates it is best ap- 
plied to studies where the wavelengths of interest are from 5.5 
to 400 km. The longer wavelengths will be effectively recov- 
ered by satellite missions while 5 km is presently the lowest 
wavelength routinely recovered from airborne gravity sys- 
tems. Aircraft speed is the primary limit on the short wave- 
length anomaly recovery. For signals with wavelengths 
shorter than 5.5 km, a slower vehicle such as a helicopter or an 
airship would be required. 
The accuracy of these airborne gravity data can be estimated 
from either evaluation of crossover error (2.98 mGal) or 
evaluation of repeat measurements (1.39 mGal). The accuracy 
of airborne gravity is currently limited by reliable recovery of 
the vertical positions and accelerations with GPS and possible 
inherent difficulties with the platforms which have been de- 
signed primarily for marine rather than airborne use. 
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